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Usefulness of a commercial LAMP 
assay for detection of malaria infection, 
including Plasmodium knowlesi cases, 
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Abstract 

Objective: Main malaria diagnosis is based on microscopic examination combined with rapid diagnostic tests. Both 
methods have low sensitivity and specificity. Loop‑mediated isothermal amplification techniques have shown a 
sensitivity similar to PCR but with lower times of performance. This study aimed to assess a commercial LAMP for the 
diagnosis of malaria  (Alethia® Malaria) against the Nested‑Multiplex‑Malaria PCR, including the analytical sensitivity 
and the operational characteristics.

Results: One hundred five samples out of 114 rendered valid results, obtaining 85 positive samples and 18 negative 
samples with an agreement of 98% compared to the reference method with a sensitivity, specificity and kappa coef‑
ficient of 98.84%, 94.74% and 0.94 respectively, with only two discrepant samples. The turnaround time was estimated 
in 1 h and 30 min, with a cost of 32.67€ per determination. The results showed several advantages of the Alethia® 
Malaria, as it was easy to perform, minimal training requirement and 40 min run. Moreover, it includes an internal 
control to avoid false negatives. However, it also showed some limitations such as the need for a specific amplification 
and detection device, the detection of only Plasmodium spp. and a very high price.
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Introduction
According to the last World Malaria Report, in 2020 an 
estimated 241 million cases of malaria occurred world-
wide [1]. On the way towards elimination, one of the 
major issues to be addressed is the development of highly 
sensitive, reliable and easy-to-perform methods for the 
point-of-care diagnosis of malaria [1, 2].

In non-endemic countries, the majority of cases are 
imported [3] and locally acquired infections are rare 

events [4]. In Spain, malaria was declared officially elimi-
nated in 1964 [5]. Since then, all reported cases have 
been imported, except for a few cases of locally acquired 
malaria [6]. Malaria diagnosis in non-endemic countries 
is challenging, due to the lack of experience and low lev-
els of parasite densities, which lead to the chance of false 
negative results [7].

Conventional methods for malaria diagnosis are 
microscopic examination of Giemsa-stained thick and 
thin blood smears, often combined with rapid diagnos-
tic tests (RDTs) [8]. Microscopy of thick blood smear 
remains the gold standard diagnosis of malaria accord-
ing to the WHO. However, it is a labour intense method 
whose sensitivity strongly depends on the experience of 
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microscopists [9]. Maintaining well experienced per-
sonal in malaria microscopy in non-endemic countries, 
where relatively few cases of malaria are seen, is difficult, 
which leads to false negative results and a heavy reliance 
on RDTs. On the other hand, RDTs are rapid, easy to use 
and sensitive for P. falciparum; nevertheless they lack 
sensitivity at low parasite density, fail to detect non-fal-
ciparum malaria and do not allow quantification of para-
sites [2, 8, 9].

Nucleic acid-based detection of malaria parasites 
(NAT) is now routine in reference laboratories of several 
non-malaria endemic countries, mostly based on poly-
merase chain reaction (PCR) [8]. However, novel tech-
niques based on isothermal methods have been designed 
[10–12]. LAMP method amplifies DNA with high speci-
ficity, efficiency and rapidity under isothermal conditions 
[13, 14]. There are several LAMP commercial kits devel-
oped to detect malaria parasites [12, 15, 16]. Many recent 
reports, highlight the possible use of these commercial 
assays in clinical laboratories in non-endemic countries 
for malaria diagnosis, considering its high negative pre-
dictive value [7, 9, 17]. One of these commercial LAMP 
kits is  Alethia® Malaria LAMP assay (Meridian Biosci-
ence), previously called illumigene® Malaria, which is a 
qualitative in  vitro diagnostic LAMP test for detection 
of Plasmodium spp. that has been tested in endemic [15] 
and in non-endemic malaria countries [2, 16, 18, 19]. 
However, most of the published studies assessing Plas-
modium spp. samples using  Alethia® Malaria LAMP 
assay included none or very few samples of Plasmodium 
knowlesi parasites [7, 19, 20].

This study aimed to assess the diagnostic performance 
of the  Alethia® Malaria LAMP assay for the five species 
of Plasmodium that infect humans commonly, including 
P. knowlesi, compared to the Nested-Multiplex-Malaria 
PCR (NM-PCR). This evaluation includes the perfor-
mance of the tests, the analytical sensitivity and the oper-
ational characteristics.

Main text
Material and methods
Clinical samples and study design
Samples used belonged to a project approved by the 
Medical and Health Research Ethics Committee (CEIC) 
of the Hospital Universitario 12 de Octubre (No. CEtm: 
18/021). Plasmodium knowlesi samples were collected 
in Malaysia under a project approved by the Medical 
Research Sub-Committee of the Malaysian Ministry of 
Health (NMRR-13-1064-18,189). One hundred fourteen 
blood samples, 93 malaria positive (65 P. falciparum, 6 
P. vivax, 9 P. ovale, 4 P. malariae and 9 P. knowlesi) and 
21 negative samples were tested. Samples were tested 

retrospectively, and they were refrigerated at 4  ºC until 
the moment of performing the experiments.

Alethia® Malaria LAMP assay
Alethia® Malaria LAMP kit includes the material to 
perform the DNA extraction, using a simple filtration 
method, and the LAMP reaction. The assay was per-
formed according to the manufacturer’s instructions 
using the Illumipro-10™ (Meridian Bioscience) for the 
amplification and reading of the results, obtaining a 
positive, negative or invalid result in 40 min. The LAMP 
reaction consists of two tubes with all the lyophilized 
components, one for the amplification of Plasmodium 
spp. and the second as internal reaction control.

Nested‑Multiplex‑Malaria PCR (NM‑PCR)
DNA purification from 200  µl of whole EDTA blood 
was performed using the QIAamp DNA mini blood 
kit  (QIAGEN®, Inc.) according to the manufacturer’s 
instructions.

NM-PCR was performed using gel form tubes (Bio-
Malar Kit, Biotools) according to the manufacturer and 
original authors’ recommendations [21, 22]. The method 
involves two multiplex PCR amplifications that target the 
small subunit rDNA gene of Plasmodium. The first reac-
tion amplifies Plasmodium spp. and an internal ampli-
fication control and the second reaction enables the 
identification of the infecting species by the correspond-
ing size of the amplified fragments in the agarose gel 
electrophoresis [22].

The parameters used for the amplification were an ini-
tial denaturation at 94 ºC for 7 min, followed by 40 cycles 
at 94 ºC for 20 s, 58 ºC for 20 s, and 72 ºC for 30 s. The 
last cycle was followed by an extension time at 72 ºC for 
10  min. Conditions for the second PCR reaction were 
an initial denaturation at 94 ºC for 5 min, followed by 35 
cycles at 94 ºC for 15 s, 53 ºC for 15 s, and 72 ºC for 20 s, 
finishing with an extension phase at 72 ºC for 10 min.

Limit of detection of  Alethia® Malaria assay (LoD)
LoD was determined, by duplicate, using a P. falcipa-
rum positive blood sample belonging to a patient with a 
parasitaemia of 7500 parasites/µl determined by micros-
copy. Briefly, the sample was serially tenfold diluted with 
blood from a Spanish patient negative for malaria and no 
story of travelling to endemic malaria areas. DNA was 
extracted from each dilution by simple filtration method 
included in the kit and then tested by  Alethia® Malaria 
assay twice. LoD was considered as the lowest parasite 
concentration in which both duplicates were positive.
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Operational characteristics
Estimated costs for the  Alethia® Malaria assay and the 
NM-PCR method were referred to as the cost for rea-
gents for one determination without including costs 
associated with labor or derived from duplicates or 
controls. Turnaround time was estimated as the time 
required from the initial moment the sample begins to 
be processed until obtaining the results, considering the 
possibility of more than one sample are included in the 
run; while hands-on work time was the time required for 
the staff to perform the assay.

Statistics
Sensitivity (S), specificity (E), positive (PPV) and negative 
predictive value (NPV) and Kappa coefficient (k) were 
analyzed with 95% confidence intervals using EPI Dat 
(3.1) software package [23].

Results
One hundred five samples out of 114 rendered valid 
results while nine samples gave invalid results when 
 Alethia® Malaria assay was used, obtaining 85 positive 
samples and 18 negative samples with an agreement of 
98% compared to the reference method (Table  1). Only 
two samples (1.9%) provided discrepant results, a P. 
malariae-infected sample characterized by the NM-PCR, 
which was negative by the LAMP method, and a negative 
sample which rendered a positive result by the LAMP 
(Table 1).

The values of sensitivity and specificity were 98.8% and 
94.7% respectively and the Kappa coefficient was 0.94 
(Table 2).

The limit of detection of the  Alethia® Malaria assay was 
0.075 parasites/µl.

The turnaround time for the  Alethia® Malaria assay 
was estimated in 1 h 30 min (30 min for DNA purifica-
tion, 10 min for tubes preparation, 40 min for amplifica-
tion and 10 min for results reading), while for NM-PCR, 
it was estimated in 6 h 15 min (1 h for the management 
of the samples and DNA purification, 15 min for the first 
PCR setup, with the tubes ready to use, 2  h to run the 

first PCR, 15 min for the second PCR setup, 2 h to run 
the second PCR, 30 min for the automated electrophore-
sis, and 15 min for the analysis of results).

The cost for the commercial assay was calculated 
as 32.67€, higher than for the “in-house” assay of 5€, 
although in other countries or institutions, the costs of 
kits may be lower (Table 3).

Discussion
There is a growing request for faster and more sensitive 
diagnostic methods for malaria. Conventional methods, 
such as microscopy and RDTs, lack sensitivity, while 
PCR-based methods, although very sensitive [8], require 
highly trained personnel and expensive equipment. In 
contrast, LAMP-based methods have proven to have a 
similar or higher sensitivity than PCR methods but with 
the need for less training and resources [19, 24].  Alethia® 
Malaria kit is a qualitative commercial assay able to 
detect Plasmodium spp. based on LAMP technology 
[25]. Furthermore, the kit includes the components to 

Table 1 Comparison of the Alethia® Malaria kit and NM‑PCR results

Alethia® Malaria NM-PCR

P. falciparum P. ovale P. vivax P. malariae P. knowlesi Negative Total

Positive 59 9 6 2 9 1 86

Negative 0 0 0 1 0 18 19

Invalide 6 0 0 1 0 2 9

Total 65 9 6 4 9 21 114

Table 2 Sensitivity, specificity, predictive values and kappa 
coefficient of Alethia® Malaria assay compared to NM‑PCR

CI Confidence interval

*Results of sensitivity, specificity, positive and negative predictive values and 
kappa coefficient were calculated over 105 samples, excluding invalid samples

Value (%)* 95% CI

Sensitivity 98.84 95.99–100

Specificity 94.74 82.06–100

Positive predictive value 98.84 95.99–100

Negative predictive value 94.74 82.06–100

Kappa coefficient 0.94 0.85–1

Table 3 Time and costs estimated for Alethia® Malaria and 
NM‑PCR assays

Technique Turnaround time Hands-on work Reagent 
cost per 
test

Alethia® Malaria assay 1 h 30 min 50 min 32.67€
NM‑PCR 6 h 15 min 2 h 5.00€
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isolate DNA from whole blood by centrifuge-free meth-
ods [15]. In our study, the comparison between LAMP 
and NM-PCR assays, with just two discrepant samples 
(1.9%), showed a very good correlation corroborated 
with the high values of sensitivity, specificity and predic-
tive values, as well as the kappa value (Table 2). Regard-
ing the two discrepant results, it is very difficult to assess 
the accuracy of the LAMP method because any mean-
ingful evaluation must be involved in comparison with 
other methods of diagnosis, in this occasion the NM-
PCR, which might themselves be wrong. The false-pos-
itive result could be due to DNA contamination during 
sample processing [26, 27] or even to be a true-positive 
[12]. LAMP contamination has been thoroughly men-
tioned in the literature [2, 9, 12, 28], mainly due to the 
high sensitivity of this technique. However, in this com-
mercial LAMP assay tubes are just opened at the begin-
ning of the process, contrary to nested-PCR method that 
exhibits a higher risk of contamination with the open-
ing of the tubes between first and second PCR steps. In 
addition, in each run, a free-DNA sample was included, 
in the DNA extraction and in the amplification, and it 
did not produce amplification by the LAMP method, so 
possibly the second option of being a true positive result 
was more feasible. The false-negative result in the sam-
ple infected with P. malariae may be due to a low para-
sitaemia of the original sample or that the LAMP assay 
exhibits deficiencies for the detection of this species. In 
this study, only four P. malariae-infected samples were 
analyzed, of which only two (50%) were correctly charac-
terized, meanwhile another was considered negative and 
the last gave an invalid result. Expanding the number of 
samples infected with P. malariae would be necessary to 
find the correct answer.

Similar good results in specificity and sensitivity have 
been shown in more studies in non-endemic coun-
tries [2, 16, 18, 20]. In a study performed in France [2], 
they obtained 100% of sensitivity and 98.13% specific-
ity using real-time PCR as the reference method. Stud-
ies performed in North America obtained excellent 
sensitivity compared to microscopy [16] and PCR [19]. 
Moreover, the  Alethia® Malaria kit has also been evalu-
ated in Senegal obtaining high sensitivity (97.2%) and a 
good specificity [15]. However, neither of these studies 
tested any P. knowlesi specimens. In our study, the nine 
P. knowlesi-infected samples were detected, without any 
invalid or false-negative results, confirming the ability of 
the  Alethia® Malaria LAMP to detect the main five Plas-
modium human species.

Nine samples out of 114 provided invalid results. Sev-
eral authors have described a similar situation where 
it was not possible to obtain a valid result with this 
LAMP assay [2, 19]. According to the manufacturer’s 

instructions, some possible reasons for the invalid results 
may be inhibitory specimens, improper sample prepara-
tion, reagent failure, instrument failure, dirty device or 
improperly seated. In our study, the availability of test 
devices prevented the retest of these samples with an 
invalid result, however they were obtained at the begin-
ning of the study but not at the end, suggesting that the 
technologist’s level of training played a factor in the 
results probably due to improper mixing of the blood 
samples and buffers.

The  Alethia® Malaria kit showed a very good LoD value 
for P. falciparum, 0.075 parasites/µl, similar to reported 
for several malaria Nested PCRs [21, 29]. Other reports 
obtained different LoD depending, possibly, on the origin 
of the samples used; 2 parasites/µl [14] and 0.5 parasites/
µl [18] with conditions similar to ours, or 0.1 parasites/µl 
using serial dilutions of P. falciparum cultures [2].

Several malaria LAMP assays have been described pre-
viously [10–13], most of them “homemade” assays with 
reproducibility problems and with difficult-to-pass qual-
ity assessment controls. Conversely, commercial LAMP 
kits for malaria detection present the reagents in lyophi-
lized form to enhance stability under ambient conditions, 
facilitating the use and decreasing the need for high 
training. Furthermore, the  Alethia® Malaria kit incorpo-
rates the components to purify DNA from whole blood 
and an internal reaction control to discriminate false 
negatives from inhibition reactions. Unfortunately, con-
trary to the best feature of LAMP technology, the reac-
tion must be run on a specific device. Despite this, given 
our results, with excellent sensitivity and specificity and 
with a reduced time of diagnosis,  Alethia® Malaria assay 
could be used as a good screening diagnosis method for 
malaria, as other authors have pointed out previously [14, 
19, 20].

Conclusions
In this study, we demonstrated the utility of the  Alethia® 
Malaria for detection of the five most common Plasmo-
dium human species, including P. knowlesi which was 
detected in 100% of samples assessed. The analytical 
sensitivity obtained was very good and our evaluation 
showed several advantages of the assay, as it was easy 
to perform, minimal training was needed, DNA purifi-
cation was simple, fast and included in the kit, and the 
amplification run was completed in 40  min. Moreover, 
it includes an internal control to avoid false negatives. 
However, it also showed some limitations such as the 
need for a special amplification and detection device, the 
detection of only Plasmodium spp. with no information 
about species or the level of parasitaemia and the higher 
price of each test compared to non-commercial assays.
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Limitations
Our study presented some limitations, as the retrospec-
tive analysis of the samples and the low number of samples 
evaluated, especially for non-falciparum species. In addi-
tion, mixed infections were not included in the assessment 
and we did not undertake a reproducibility analysis.
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